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FIG.  2.  Experimental  setup.  The  lever  is  not  to  scale  in 
(a).  Its  dimensions  are  given  in  tb).  The  STM  and  AFM 
piezoelccsric  drives  are  facing  each  other,  sandwiching  the 
diamond  tip  that  is  glued  to  the  lever. 
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